
DF412, DF612, DH412, DH612

Main power 
switch ON

Press & hold
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Select timer (TIME
or CLOCK)

Idle screen
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Set Temperature

Set timer (TIME
or CLOCK)

Enter Temperature

Mode select:

     FIXED TEMP

Mode Select:

    AUTO START

    FIXED TEMP

    AUTO STOP

    FIXED TEMP

      PROGRAM

Select program No.

    AUTO START

    PROGRAM

Standby Screen
◆Upon setting completion, standby screen is restored.

Start operation

◆Startup screen defaults to mode last used.
◆To clear values entered in error, press         (does not apply after pressing        ).

MODE MODE MODE MODE MODE

START

STOP

【 】

Ver.1.0

◆Refer to standard instruction manual for further details

Constant (FIXED) Temp Auto Start
Mode Select:
Auto Stop

Mode Select:
Program

Mode Select:
Program+Auto Start

Select timer (TIME
or CLOCK)

Set timer (TIME
or CLOCK)

Enter Temperature

◆Program must be entered prior to
   running programmed operation.
   See back of this quick start guide
   or standard instruction manual for
   details.

Select timer (TIME
or CLOCK)

Set timer (TIME
or CLOCK)

Select program No.
◆Program must be entered prior to
   running programmed operation.
   See back of this quick start guide
   or standard instruction manual for
   details.



Idle Screen

Program No. 
Setting

Move cursor

Enter Program No.

Set temperature

Enter temperature

Set time

Enter time

Enter repeat destination

Set repeat 
destination

Set repeat count

Set wait function

Select wait function ON or OFF

Program Input/Edit Menu

CLOCK

←No destination (no repeat)

WAIT EVENTREPTIMETEMP

←Repeat 0 times

Set step end

◆To clear values entered in error, press         (does not apply after pressing        ).
Main Power Switch ON

Standby Screen

Enter repeat count

Select End step ON
◆Leave End stop OFF and press         to 
continue programming successive steps.  

Press & hold at any time 
to go on to  next step

◆If program number already has already has a program entered “ ” will
    appear in upper display. Press          twice to edit existing program.

◆To complete program...

Set next step

【Programming Procedure】

FAN DAMP

WAIT

REP

REP

TIME

TEMP

WAIT

REP

REP

TIME

TEMP

WAIT EVENTREPTIMETEMP FAN DAMP
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◆Defaults to operation
    mode last used

◆Refer to standard instruction manual for further details.

Press & hold

←150ºC

←3 hours, 0 minutes

(Ex. if currently setting step 5, and steps 3-5 are to be repeated, enter “03”)

(must be 0 if no repeat destination 
is specified in previous setting)

←OFF: will not wait until 150ºC is reached 
before counting down 3hrs, as above
ON: waits until 150ºC is reached before counting down 3 hrs.

MENUMENU




